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DICOM connection
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4-step guide
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After Equalize
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LAD Pullback
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LAD Pullback result
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Recording list
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LCX examination
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LCX Recording
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LCX Result, including PB-CFR
PB-CFR = 1-FFR / 1-Pd/Pa     Ahn JM. et al. Eur Heart J. 2017

https://pubmed.ncbi.nlm.nih.gov/28419280/
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